Mass transfer in brain dialysis devices--a new method for the estimation of extracellular amino acids concentration.
A simple mathematical description of mass transfer in brain dialysis devices is presented. The validity of this model is supported by results from both in vitro and in vivo dialysis experiments. Based on this description, an alternative approach for estimating the extracellular concentration of amino acids is outlined.